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Abstract—Thromboembolic complications of bileaﬂet
mechanical heart valves (BMHV) are believed to be due to
detrimental stresses imposed on blood elements by the hinge
ﬂows. Characterization of these ﬂows is thus crucial to
identify the underlying causes for complications. In this
study, we conduct three-dimensional pulsatile ﬂow simula-
tions through the hinge of a BMHV under aortic conditions.
Hinge and leaﬂet geometries are reconstructed from the
Micro-Computed Tomography scans of a BMHV. Simula-
tions are conducted using a Cartesian sharp-interface
immersed-boundary methodology combined with a second-
order accurate fractional-step method. Physiologic ﬂow
boundary conditions and leaﬂet motion are extracted from
the Fluid–Structure Interaction simulations of the bulk of the
ﬂow through a BMHV. Calculations reveal the presence,
throughout the cardiac cycle, of ﬂow patterns known to be
detrimental to blood elements. Flow ﬁelds are characterized
by: (1) complex systolic ﬂows, with rotating structures and
slow reverse ﬂow pattern, and (2) two strong diastolic
leakage jets accompanied by fast reverse ﬂow at the hinge
bottom. Elevated shear stresses, up to 1920 dyn/cm
2 during
systole and 6115 dyn/cm
2 during diastole, are reported. This
study underscores the need to conduct three-dimensional
simulations throughout the cardiac cycle to fully characterize
the complexity and thromboembolic potential of the hinge
ﬂows.
Keywords—Pulsatile numerical simulations, Fluid mechan-
ics, Pivot, Computational ﬂuid dynamics CFD, Physiologic
conditions.
INTRODUCTION
Nearly 45% of all failing native heart valves are
currently replaced by a bileaﬂet mechanical heart valve
(BMHV). However, despite their widespread use,
BMHVs are not complication-free and are still asso-
ciated with high levels of hemolysis, platelet activation
and thromboembolic events. Clinical reports and
recent in vitro experiments suggest that these compli-
cations are associated with the ﬂuid stresses imposed
on blood elements by the non-physiological hemody-
namics induced by the valve, in particular its hinge
region.
With that observation in mind, numerous
researchers have sought to characterize the ﬂow ﬁeld
inside the hinge region in an eﬀort to better understand
the relationship between hinge design and thrombo-
embolic potential. However, because of the small
dimensions of the hinge region, the opacity and the
motion of the leaﬂets, experimental studies provided
only limited information on the ﬂow ﬁeld. Most
studies, for example, have only captured two-dimen-
sional velocity ﬁelds at selected locations.
5,8,15,21,27,30
Researchers have therefore undertaken numerical
studies to obtain further information on the hinge ﬂow
ﬁelds. However, the relevance of most of the numerical
simulations to date is insufﬁcient due to a lack of
spatial resolution or the use of non-physiologic ﬂow
conditions. Wang et al. investigated the ﬂow ﬁelds of a
protruded hinge but limited their study to steady ﬂow
conditions with non-moving fully-open leaﬂets.
33 Kelly
et al. simulated the ﬂow in the recessed hinge region of
a 25 mm ATS valve placed under aortic conditions,
18
but the authors only modeled the forward ﬂow phase
and assumed a simpliﬁed sinusoidal pulse wave.
However, ﬂow pulsatility and leaﬂet motion through-
out the cardiac cycle are key factors inﬂuencing the
hinge hemodynamics. The simpliﬁed boundary condi-
tions of these ﬁrst simulations constitute a major
impediment to their relevance and application.
Accordingly, a number of recent studies have sought
to impose physiologic ﬂow conditions and leaﬂet
motion based on experimental data.
9,15,29 These studies
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841showed the presence of highly three-dimensional ﬂow
structures throughout the cardiac cycle but lack high
spatial resolution inside of the hinge recess. More
importantly, none of these studies presented detailed
maps of the shear stress levels computed in the near-
hinge region. Such maps could help in pinpointing
regions with elevated thrombogenic potential and be
used to design hinges with lesser risk of blood damage.
As highlighted by the previously published studies
and a recent review by Sotiropoulos and Borazjani,
31
simulating the ﬂow through BMHVs is computation-
ally challenging. These challenges stem principally
from (1) the large disparity of scales, from several
millimeters in the valve diameter down to a few hun-
dred microns in the hinge recess, (2) the motion of the
leaﬂet requiring sophisticated Fluid–Structure Inter-
action (FSI) modeling, and (3) the transition to tur-
bulence in the bulk of the valvular ﬂow. It is therefore
extremely difﬁcult, if not impossible with the currently
available computational resources, to perform a full
multi-scale simulation of the BMHV ﬂow by simulta-
neously capturing the large-scale ﬂow features in the
bulk of the ﬂow and the small-scale ﬂow features
occurring inside of the hinge recess while retaining
good spatial and temporal resolutions.
In the present study, a pseudo-multiscale approach
is thus implemented to simulate the three-dimensional
pulsatile physiologic ﬂow in the hinge region of a
BMHV. This is achieved by performing a one-way
coupling between large-scale and small-scale simula-
tions consisting of extracting the boundary conditions
for the hinge simulations from the FSI simulations of a
BMHV bulk ﬂow. We ﬁrst present the numerical
method to solve the governing equations, the bound-
ary conditions and the hinge numerical model. We
then describe in details the ﬂow inside of the hinge
region, highlighting characteristic three-dimensional
ﬂow features and emphasizing regions of high shear
stress levels.
METHODS
Flow Solver
The numerical method is an extension of the
methodology developed by Sotiropoulos and
co-workers.
3,11,12 This method was recently applied to
carry out the ﬁrst, high-resolution FSI simulations of
large-scale BMHV ﬂows at physiologic conditions
3
and yielded results in excellent agreement with in vitro
measurements.
4
In this study, the ﬂuid motion is described by the
incompressible, Newtonian form of the time-depen-
dent Navier–Stokes equations. These equations are
solved using a hybrid staggered/non-staggered control-
volume method.
11 The convective terms are approxi-
mated using a second-order accurate upwind QUICK
scheme, while three-point central second-order accu-
rate differencing is used to discretize the divergence
operator in the continuity equation, pressure gradient,
and the viscous terms. The governing equations are
integrated in time using an efﬁcient, second-order
accurate fractional step method. In this approach, the
momentum equations, discretized using a second-order
backward Euler scheme for the temporal term, are
solved using the restarted Generalized Minimal
Residual Method (GMRES) solver with a block Jacobi
preconditioner. The pressure Poisson equation is
solved using a GMRES solver enhanced with a mul-
tigrid approach as preconditioner. The ﬂow solver is
fully parallelized and the overall methodology for
solving the momentum equations is implemented using
the libraries available in PETSC (Portable, Extensible
Toolkit for Scientiﬁc Computation).
1,2
This ﬂow solver is coupled with the hybrid Carte-
sian sharp-interface immersed-boundary approach
proposed by Gilmanov and Sotiropoulos.
12 The walls
of the immersed geometry (here, leaﬂet, valve housing,
and valve chamber) are discretized with an unstruc-
tured, triangular mesh and treated as sharp interfaces
immersed in the background grid domain. At every
time step, all nodes of the Cartesian grid domain are
sorted into three categories based on their location
relative to the boundary: (1) nodes in the ﬂuid (ﬂuid
nodes), (2) nodes in the solid body (body nodes), and 3)
near-boundary nodes (nb nodes). Once all Cartesian
nodes have been classiﬁed, the governing equations are
solved at all ﬂuid nodes with all body nodes excluded
from the computational domain. The ﬂow variables at
the nb nodes are reconstructed via interpolation along
the local normal direction to the body surface to
appropriately represent the effect of the moving leaﬂet
on the surrounding ﬂuid.
12
Hinge Geometry and Flow Domain (Fig. 1)
The St. Jude Medical (SJM) valve was selected for
this study as it is currently one of the most implanted
BMHV. Micro-Computed Tomography technique was
used to obtain a scan of the hinge region and leaﬂet ear
of a SJM valve. RainDrop Geomagics (Geomagics
Studio 10 SR2) was used to extract and smoothen the
hinge recess and leaﬂet ear surfaces from the scan. The
ﬁnal unstructured triangular mesh was generated using
Pro|Engineer (Pro|Engineer Wildﬁre 3.0 M020) and
Gambit (Gambit 2.4.6, Fluent Inc) software. The
leaﬂet ear was positioned within the hinge recess such
that the hinge gap width (distance between the bottom
of the hinge recess and the tip of the leaﬂet ear, deﬁned
SIMON et al. 842as (b–a) in Fig. 1) was approximately that seen in
clinical valves (150 lm).
The numerical model was set to correspond to a
section of a BMHV inserted into a simpliﬁed aorta
model composed of a straight pipe with an axisym-
metric expansion representing the sinus region. Only
one of the four hinges was modeled. The geometry of
the valve chamber, housing, and leaﬂet was immersed
into a ﬂuid domain composed of a non-uniform
Cartesian grid of approximately 5.9 million grid nodes.
The ﬂuid grid was stretched to ensure that the grid
within the hinge recess was suﬃciently ﬁne to resolve
all ﬁne details of the hinge structure. Approximately
80,000 grid nodes were located within the hinge recess
itself, the resolution of the grid at the bottom of the
hinge recess being approximately 8 lm.
Boundary Conditions
The conditions applied at the ﬂuid domain bound-
aries were obtained from the large-scale FSI simula-
tions of the bulk of the ﬂow through a BMHV
subjected to aortic physiologic conditions.
3 In these
large-scale simulations, the detailed geometry of the
hinge recess was neglected as shown in Fig. 1 and the
following normal aortic physiologic ﬂow condi-
tions were imposed: peak ﬂow rate of approximately
25 L/min, systolic duration of one-third of the cardiac
cycle, a cardiac cycle of 860 ms, and a heart rate of
70 beats/min. The velocity ﬁelds and leaﬂet position
calculatedwiththelarge-scaleFSIsolverduringsystole
1
were found to be in excellent agreement with Particle
ImageVelocimetryexperimentaldatapublishedbyDasi
et al.
3,4 During this phase, velocity proﬁles were there-
fore extracted from the large-scale simulation and used
as boundary ﬂow conditions for the ventricular plane of
the hinge domain. This approach ensured a one-way
coupling between the large-scale and the hinge models.
On the other hand, prescribing the interpolated velocity
during the leakage phase was not deemed suitable as the
peripheral gap (the gap between the closed leaﬂets and
the valve housing) in the large-scale model was larger
than in actual clinical valves. Starting at the instance of
timewhenthevalvularﬂowrateiszerotowardtheendof
systole,aplugﬂowproﬁlewasappliedattheaorticplane
of the hinge domain. The magnitude of this plug ﬂow
was linearly increased from 0 at the time of zero-ﬂow-
rate (t = 344 ms) to Vmin
P = 0.11 m/s at the instance
of valve closure (t = 384 ms), and kept constant
after valve closure. Vmin
P was chosen so as to reach a
physiologic pressure gradient of 80 mmHg across the
closed valve at mid-diastole. Figure 2 displays the tem-
poral variations of the cross-valvular ﬂow rate and
leaﬂet position imposed in the present study. Due to
FIGURE 1. Large-scale (A) and present hinge (B) numerical models. (A) In the large-scale numerical model, a SJM valve model is
inserted into a simpliﬁed aorta consisting of a straight tube with an axisymmetric expansion representing the sinus region. The
model for the hinge simulations corresponds to the shaded area in the large-scale model. (B) The hinge model is shown and the
hinge recess, characterized by its butterﬂy shape, is clearly visible.
Simulation of the Three-Dimensional Hinge Flow Fields 843computationallimitations,onlyonecardiaccycleishere
modeled.
Zero-transverse ﬂux was enforced across the top
and b-datum planes while zero-velocity conditions
were applied at the bottom and housing planes. The
ﬂow velocity at the outlet plane (the downstream/
upstream plane during systole/diastole, respectively)
was scaled in order to ensure mass conservation
throughout the domain. The leaﬂet position computed
with the FSI solver was used to prescribe the leaﬂet
motion during systole.
3 The leaﬂet was kept in a non-
moving closed position after valve closure. The posi-
tion of the leaﬂet as a function of time is given in
Fig. 2. The leaﬂet is seen to span 54.2 from 0 in its
fully-closed position to 54.2 in its fully-open position.
It should ne noted that the fully-open leaﬂet makes an
angle of 4.8 with the main stream ﬂow direction. The
no-slip condition was enforced along all body surfaces.
RESULTS
The nomenclature used to describe the hinge recess
geometry and the ﬂow patterns in the result section is
provided in Figs. 1 and 3A. The plane of reference is
chosen as the ﬂat level, which is the level ﬂushed with
the valve housing. The direction perpendicular to the
ﬂat level and parallel to the leaﬂet axis is referred to as
the vertical direction. The axial direction is the direc-
tion parallel to the main ﬂow and the transverse
direction corresponds to the direction from the
b-datum plane to the valve housing.
Hinge Flow Fields During the Forward Flow Phase
As expected, the ﬂow structures observed in our
simulations are highly three-dimensional with strong
ﬂow in the vertical direction. This is clearly visible in
Fig. 3, which shows the global hinge ﬂow structures at
peak systole using three-dimensional instantaneous
streamtraces. The streamtraces that enter the hinge
from the ventricular side (colored in blue) collide with
the upstream edge of the leaﬂet (label a), dive inside the
hinge recess in the ventricular corner, traverse the
hinge (label b), and ﬁnally exit through the adjacent
corner (label c). The red streamtraces in the lateral
corner of the hinge show that the ﬂow swirls (label d),
goes underneath of the leaﬂet ear (label e), and ﬁnally
exits the hinge through the adjacent corner (label c).
The three-dimensionality of the ﬂow is clearly visible
within the recess but also outside of the hinge as the
streamtraces nearly parallel to the ﬂat level (label f) in
the ventricular side of the hinge change direction
forming an angle as high as 45 with the ﬂat level in the
aortic side of the hinge (label g).
To gain better insights into the hinge ﬂow ﬁelds,
Fig. 4 shows two-dimensional in plane velocity vectors
with out-of-plane velocity component contours at the
ﬂat level (Fig. 4A) and the out-of-plane vorticity con-
tours (Fig. 4B). From this ﬁgure, a region of elevated
velocity can be identiﬁed in the adjacent corner (label
h). The downstream-most part of this corner is char-
acterized by a rotating ﬂow with large out-of-plane
vertical velocity component (up to 0.71 m/s at the ﬂat
level at peak systole). Such a ﬂow distribution in the
adjacent corner is likely due to the impingement of the
ﬂow against the wall of the recess before exiting the
hinge, as suggested by the blue streamtraces in Fig. 3A
(label c). In the lateral corner of the hinge, a strong
axial ﬂow (label i) with smaller out-of-plane velocity
component is seen (0.16 m/s at the ﬂat level at peak
systole).
Expectedly, the velocity magnitude through the
hinge recess closely follows the magnitude of the val-
vular ﬂow rate during the forward ﬂow phase. The
maximum velocity magnitudes within the hinge recess
reach 0.75, 1.54, and 0.88 m/s at mid-acceleration,
peak systole and mid-deceleration, respectively. This
global increase in ﬂow rate at mid-systole also trans-
lates into a higher three-dimensionality of the ﬂow
within the hinge recess. This is in particular evidenced
by the increased out-of-plane velocity components: the
maximum absolute vertical velocity component within
the hinge recess is nearly twice as high at peak systole
(0.71 m/s) compared to mid-acceleration (0.38 m/s)
and mid-deceleration (0.34 m/s).
It is interesting to note that despite the signiﬁcant
forward ﬂow pattern observed throughout the hinge
FIGURE 2. Valvular ﬂow and pressure waveforms. The car-
diac cycle duration was set to 860 ms, which corresponds to a
heart rate of 70 beat/min. The instances of time corresponding
to mid-acceleration, peak systole, mid-deceleration and mid-
diastole are included.
SIMON et al. 844during systole, a pocket of reverse ﬂow of low mag-
nitude is seen at the bottom of the recess through the
gap formed by the leaﬂet ear surface and the recess
wall (Figs. 4Ca n d4D). This reverse ﬂow correlates
with the direction of the red streamtraces shown in
Fig. 3A (label e) and underscores the three-dimen-
sionality and complexity of the hinge ﬂow ﬁelds during
the forward ﬂow phase. The velocity magnitude in this
region does not exceed 0.22 m/s at mid-acceleration
and mid-deceleration, and 0.41 m/s at peak systole.
The presence of this ﬂow reversal is further conﬁrmed
in Fig. 5 where two-dimensional in-plane velocity
vectors and out-of-plane velocity contours are plotted
at four different planes within the hinge recess. Reverse
velocity vectors are observed at the deepest level (label
l) despite the large forward ﬂow pattern displayed at
the ﬂat level (labels j and k).
Hinge Flow Fields During the Leakage Flow Phase
The diastolic phase is characterized by reverse
leakage ﬂows throughout the hinge. The streamtraces
in Fig. 3 highlight the three-dimensionality of the
hinge ﬂow during the leakage ﬂow phase. The red
streamtraces clearly show the ﬂuid diving into the
recess from the aortic side of the hinge, ﬂowing
underneath the leaﬂet ear and exiting the recess
through the ventricular (label a) and lateral (label b)
corners of the hinge. The blue streamtraces depict
another leakage jet in the adjacent corner of the hinge
(label v).
Focusing on the ﬂat level (Fig. 5), the adjacent
(label /) and lateral (label e) leakage jets are clearly
visible on either side of the closed leaﬂet, with a
maximum velocity magnitude of 4.75 and 3.98 m/s,
FIGURE 3. Three-dimensional streamtraces at peak systole (A and B) and mid-diastole (C and D). The streamtraces entering the
ventricular side of the hinge are color-coded in blue while those entering the hinge through the aortic side are shown in red. The
terminology used to describe the hinge recess is included in panel A.
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out-of-plane vertical component as shown by the out-
of-plane velocity contours (Fig. 4E) which range from
2.32 to 2.42 m/s. A third leakage jet of lesser mag-
nitude (label d in Fig. 5) is visible in the ventricular
corner of the hinge. This ventricular jet corresponds to
the ﬂuid entering the hinge through the aortic corner,
ﬂowing underneath the closed leaﬂet ear, and exiting
the hinge recess through the ventricular corner. The
ﬂow leaking underneath of the closed leaﬂet is clearly
visible in the side view shown in Figs. 4G and 4H.
The leakage ﬂow pattern in the hinge recess is also
visible in Fig. 5 (bottom row), where high reverse
velocities are observed at all planes within the hinge
recess, including the deepest plane. It is during the
leakage phase that the ﬂow is the most three-dimen-
sional, as evidenced by the maximum absolute vertical
velocity component being three-times larger during
diastole compared to systole (Fig. 4), with a maximum
up to 2.42 m/s at the ﬂat level at mid-diastole. The
transverse velocity components along the hinge cross-
sectional center plane are also larger during mid-dias-
tole compared to peak systole, ranging from 1.57 to
0.04 m/s.
Shear Stress Levels
Figures 6 and 7 present the principal shear stress
contour maps and iso-surfaces at peak systole and
mid-diastole. The principal shear stress levels are
computed according to the method proposed by
Higdon et al.
16 and are referred simply as shear stress
levels in the remainder of the paper. Note that the
maximum of the color-scale is set to 1000 dyn/cm
2 to
highlight regions with elevated potential for platelet
activation as previous researchers have shown that
FIGURE 4. Hinge ﬂow ﬁelds at peak systole and mid-diastole. As depicted on the two hinge diagrams, the top view shows the ﬂow
ﬁelds at the ﬂat level while the side view shows the ﬂow ﬁelds along a cross-sectional plane located in the center of the hinge. Two
dimensional in-plane velocity vectors along with out-of-plane velocity component (V
o-p) contours and out-of-plane vorticity (x)
contour plots are shown at peak systole (top row) and diastole (bottom row). The out-of-plane component corresponds to the
vertical component in panels A, B, E and F and to the radial component in panels C, D, G and H.
SIMON et al. 846shear stress as low as 100–1000 dyn/cm
2 depending
upon the exposure time may induce platelet activa-
tion.
17,26,34,35
The shear stress level distribution is similar
throughout the forward ﬂow phase, but it is at peak
systole that the maxima occur. At this particular
instance of the cardiac cycle, a region of high shear
stresses (with a peak of 1920 dyn/cm
2) is present near
the ﬂat level, outside and immediately upstream of the
recess. The region underneath of the open leaﬂet,
upstream of the hinge, is also characterized by elevated
shear stresses (up to 1170 dyn/cm
2). The hinge recess
itself, on the other hand, is associated with lower shear
stress values and its shear stress distribution is char-
acterized by higher levels in the ventricular side com-
pared to the aortic side. A local maximum of 775 dyn/
cm
2 is recorded along the wall of the ventricular corner
close to the ﬂat level. The maximum shear stress within
the hinge recess is located near the tip of the leaﬂet ear
with a peak of 370 dyn/cm
2.
It is during the leakage phase that the maximum
shear stress levels are seen. During this phase, very
large shear stresses are observed where the ﬂow
squeezes between the closed leaﬂet and the valve
housing and forms two strong leakage jets on either
sides of the leaﬂet ear. The shear stress levels reach up
to 5030 dyn/cm
2 in the lateral jet and 6115 dyn/cm
2 in
the adjacent jet along the leaﬂet surface. Values up to
2930 and 2215 dyn/cm
2 are seen at the ﬂat level along
the adjacent and lateral recess walls, respectively. Ele-
vated levels of shear stress are also present at the center
of the hinge, in the gap formed between the bottom of
the hinge recess and the leaﬂet ear surface. In this
region, the maximum shear stress is seen near the tip of
the leaﬂet ear with a peak of 4865 dyn/cm
2.
DISCUSSION
In this study three-dimensional, time-accurate sim-
ulations were carried out to model the ﬂow through the
hinge recess of a SJM valve under aortic physiologic
ﬂow conditions. These simulations underscore the
three-dimensionality of the hinge ﬂow ﬁelds and the
FIGURE 5. Hinge ﬂow ﬁelds along four different planes within the hinge recess at peak systole and mid-diastole. The four planes
depicted are: ﬂat level, 195, 390, and 585 lm within the hinge recess. Two-dimensional in-plane velocity vectors are presented. The
contours are representative of the out-of-plane velocity component, blue indicating inward ﬂow (going inside the hinge recess) and
red outward ﬂow (going out of the hinge recess).
Simulation of the Three-Dimensional Hinge Flow Fields 847intense unsteadiness observed throughout the cardiac
cycle. The simulations highlight the need for carrying
out highly resolved three-dimensional simulations
modeling the entire cardiac cycle. Simulations limited
to steady ﬂow conditions
33 or to a section of the car-
diac cycle, such as the forward ﬂow phase,
18 cannot
accurately capture the ﬂow unsteadiness that are
characteristic of the hinge ﬂow ﬁelds. Imposing phys-
iologic ﬂow conditions should therefore be attempted
whenever possible.
Modeling physiologic boundary conditions is of
prime importance to assess the in vivo performance of a
speciﬁc hinge design. By performing a one-way cou-
pling between a large-scale model and the hinge solver
and using knowledge of the human physiology, the
present study reproduces the hemodynamic environ-
ment of the hinge as closely as possible. During systole,
the hinge has little effect on the bulk ﬂow through the
open valve, so that a one-way coupling between the
large-scale and the hinge ﬂow solver was deemed
appropriate. However, such an approach is not appli-
cable during diastole. The exact leakage ﬂow rate
FIGURE 6. Shear stress distribution. Shear stress level contours are shown along three planes: (1) outside of the recess, near the
leaﬂet edge surface, (2) at the ﬂat level, and (3) at 390 lm within the hinge recess. Also included is a cross-sectional view through
the center plane of the hinge. The local maxima, with their approximate location, are given.
FIGURE 7. Iso-surfaces of shear stress levels at peak sys-
tole and mid-diastole. Iso-surfaces of three shear stress levels
(blue, 500 dyn/cm
2; green, 1000 dyn/cm
2; red, 1500 dyn/cm
2)
are displayed in the near-hinge region at peak systole and
mid-diastole.
SIMON et al. 848through the closed valve is dependent on the cross-
valvular pressure gradient and the resistance offered
to the ﬂow by the hinge, the b-datum gap, and
the peripheral gap. This in turn is dependent on the
geometry and dimensions of these gaps. Simulating the
ﬂow in gaps similar in size to those present in a clinical
quality valve, while achieving good spatial resolu-
tion, would exceed currently available computational
resources. The gap dimensions in the large-scale model
therefore had to be increased and physiological cross-
valvular pressure gradient could not be achieved. As a
result, prescribing the large-scale velocity proﬁle as
boundary conditions for the present hinge model
during the leakage phase was not deemed suitable
and, instead, the boundary conditions were set such
as to impose a cross-valvular pressure gradient of
80 mmHg, which corresponds to a normal physiologic
pressure drop.
The computed ﬂow features are compared to pre-
vious experimental data. Of particular interest is the
experimental study of the SJM hinge ﬂow ﬁelds under
aortic ﬂow conditions conducted by Simon et al. using
Laser Doppler Velocimetry measurements.
30 In this
experimental study, two-dimensional phase-averaged
velocity measurements were reported at selected loca-
tions along selected planes within the hinge recess. The
numerical results were also compared to the ﬂow
structures qualitatively assessed using Hydrogen bub-
ble ﬂow visualization techniques (courtesy of Med-
tronic Inc). Similarly to the present numerical results,
these experiments showed the existence during systole
of a strong forward ﬂow in the lateral corner of the
hinge. Moreover, the simulations showed a forward
ﬂow jet of lesser magnitude and a recirculation region
in the adjacent corner at different levels within the
recess (Fig. 8). This recirculation region, leading to the
formation of a clockwise helical ﬂow pattern, was also
observed experimentally throughout the adjacent cor-
ner
30 and in the in vitro ﬂow visualization experiments
(courtesy of Medtronic Inc). The experiments by
Simon et al.,
30 along with previous experimental
work,
20,28 report the presence of a reversal ﬂow of low
FIGURE 8. Comparison of the simulated and experimentally measured hinge ﬂow structures. Two-dimensional in-plane velocity
vectors are shown at the ﬂat level of the hinge and at 390 lm below the ﬂat level at peak systole and mid-diastole. The middle
column shows the experimental data
30 and the left-most column the numerical data obtained in the present study. The right-most
column shows images of the ﬂow visualization experiments of the hinge ﬂow ﬁelds (courtesy of Medtronic Inc). The top image
shows an instantaneous image of the ﬂow during the fully open leaﬂet phase, while the bottom shows a series of consecutives
images acquired during diastole. The main ﬂow features are highlighted in red.
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of the hinge recess that persists throughout systole
even at its peak. This reverse ﬂow region was for the
ﬁrst time captured using numerical simulations by Shu
et al.
29 and is once again observed in the present study.
This observation thus reinforces the good semi-quan-
titative agreement between the numerical and experi-
mental modalities and underlines the capabilities of the
current numerical solver in modeling the intricacy of
the hinge ﬂow ﬁelds.
From a quantitative viewpoint, the maximum
velocity magnitude reported within the hinge recess
during the forward ﬂow phase is 1.75 m/s in the
experiments
30 and 1.54 m/s in the present simulations.
This, along with the ﬂow structure analysis, indicates
that the velocity magnitude and the general ﬂow dis-
tribution during the forward ﬂow phase inside the
hinge recess are similar to those obtained experimen-
tally.
At mid-diastole, good qualitative agreement is
also noted between the measured and simulated ﬂow
patterns. Both experimental and simulation results
revealed two main leakage ﬂow patterns on either side
of the leaﬂet ear and oriented toward the lateral side
of the hinge. A third leakage ﬂow pattern is seen at
the ﬂat level in the numerical results, but not in the
experimental study. This could be attributed to the
limited spatial resolution in the experimental mea-
surements. It is likely that the leakage jet was not
captured in vitro, as suggested by the small number of
data points present within the ventricular corner at the
ﬂat level. Nonetheless, at deeper levels within the hinge
recess (Fig. 8), the direction of the velocity vectors, and
the ﬂow visualization images, suggests the presence of
this ventricular leakage jet in vitro (Fig. 8). Differences
in velocity magnitude exist between the experimental
and numerical results at mid-diastole. While the
experimental study reported a maximum velocity
magnitude of 2.27 m/s during the leakage phase,
30 the
simulations show a maximum velocity ﬁeld nearly
twice as high with a peak of 4.75 m/s. Such a dis-
crepancy might be attributed to the poor spatial reso-
lution of the experiments where high velocity points
might have been missed by the coarse measurement
grid. However, difference in hinge gap width between
the numerical and experimental models might be the
predominant cause, as small changes in the gap clear-
ance would have a strong effect on the ﬂow magnitude.
In addition, the leaﬂet motion in the numerical model
is limited to rotation, while, in the experimental study,
the leaﬂets are free to not only rotate but also to
translate up and down along the leaﬂet axis. This extra
degree of freedom, along with variations in manufac-
turing tolerances, explains the possible differences in
gap clearance and thus on ﬂow magnitude. In addition,
the limitations imposed by the numerical boundary
conditions might also lead to the observed difference in
ﬂow magnitude. A full two-way coupling between the
large-scale and hinge solvers is expected to yield a
closer comparison between the experimental and the
numerical data. Such a true multi-scale implementa-
tion, however, is beyond the scope of the present study.
The motivation behind this work is to gain a good
understanding of the ﬂow phenomena occurring inside
the hinge recess to eventually relate ﬂow structures,
geometrical design, and thromboembolic potential.
Assessing this potential requires (1) characterizing
region of low or recirculating ﬂow that may favor
thrombus formation and (2) identifying regions of high
shear stresses with elevated blood cell trauma
potential. During the forward ﬂow phase, the central
region of the hinge, underneath of the leaﬂet ear, and
the near-wall region of the adjacent hinge corner both
appeared as potential zones of thrombus formation as
slow ﬂow reversal and recirculation may enhance cell-
to-cell contact and favor platelet aggregation. During
diastole on the other hand, the strong leakage ﬂow
pattern through the hinge and peripheral gaps prevents
ﬂow stasis. However, these fast ﬂowing jets yield ele-
vated viscous shear stresses, with a peak value up to
6115 dyn/cm
2. The present study clearly shows that,
during the leakage ﬂow phase, regions of elevated
stresses include the gap formed by the closed leaﬂet
and the valve housing, the tip of the leaﬂet ear, and the
wall of the ventricular side of the hinge. During the
forward ﬂow phase, on the other hand, the highest
stress levels are seen immediately upstream of the
hinge, along the surface of the leaﬂet and near the ﬂat
level. These regions, associated with elevated shear
stress levels, may therefore have a great potential for
inducing blood cell trauma. This suggests that the
designs of the leaﬂet ear, the upstream section of the
leaﬂet edge, and the hinge recess wall curvature could
play an important role in the thromboembolic risk
associated with the valve. It is during diastole that the
largest shear stress levels were noted, suggesting that
diastole might be more detrimental to blood elements
than the forward ﬂow phase. This is in agreement with
previous studies.
5,6,8,19,24,25,32 Nonetheless, it should be
pointed out that the current simulations clearly show
that the shear stress levels are also elevated during
systole, suggesting in particular that peak systole may
be detrimental to blood elements ﬂowing in the near
hinge region. This evidence further justiﬁes the need to
simulate the hinge ﬂow ﬁelds throughout the cardiac
cycle and develop hinge recess whose design aims at
minimizing ﬂow features unfavorable to blood ele-
ments throughout the cardiac cycle.
Twomajoradvantagesofusingnumericalsimulation
as a tool for thromboembolic potential characterization
SIMON et al. 850are:theabilitytocharacterizetheactualphysicalviscous
stresses experienced by the blood cells rather than a
simple surrogate such as the Reynolds shear stress
commonly measured in experimental studies
10; and the
capability to reﬁne the analysis to a level of spatial
and temporal details not achievable experimentally.
Detailed shear stress maps are critical to better locate
regionspotentiallydetrimentaltobloodelements.These
high-resolution maps combined with a Lagrangian
analysis could be used to gain a better insight of the
environment experienced by blood cells by considering
not only shear stress magnitude but also exposure time.
In a recently published work, Govindarajan et al.
modeled the trajectories of platelets in the hinge region
of a BMHV and attempted to estimate the potential of
thrombus formation and platelet activation associated
with the hinge recess.
13 The authors focused their
analysis speciﬁcally on the valve closing phase and
used a two-dimensional representation of the hinge
recess. However, as emphasized by the present study,
the hinge ﬂuid dynamics is highly time-dependent and
three-dimensional. Moreover, elevated shear stress
levels and regions of recirculation ﬂow, known to favor
platelet activation and aggregation, are present not
only during the leakage ﬂow phase but also during the
forward ﬂow phase. The relevance of two-dimensional
ﬂow analysis to assess the blood damage potential
associated by the hinge recess is thus undermined by
these limitations. Lagrangian analysis of three-dimen-
sional pulsatile hinge ﬂow ﬁelds is expected to yield a
more realistic assessment of the hinge thromboembolic
potential. We are currently implementing a particle
tracking algorithm to perform such an analysis on the
simulated three-dimensional hinge ﬂow ﬁelds.
LIMITATIONS
In the present study, the selected boundary condi-
tions ensure that the physiologic environment of the
hinge is reproduced as closely as possible. However,
one instance in time that the current modeling
approach does not allow to capture is the instant of
valve closure. This instant is modeled by prescribing the
leaﬂet kinematics from the large-scale simulations,
while pressure and ﬂow smoothly transition toward
their diastolic value. In reality, experimental studies
have shown that the abrupt closure of the leaﬂet against
the valve housing gives rise to a sudden increase in
velocity magnitude and cross-valvular pressure gradi-
ent. Numerical modeling of this sudden pressure build-
up would require a full two-way coupling between the
large-scale and the hinge solvers to synchronize leaﬂet
kinematics and the local hemodynamics and would
exceed currently-available computational resources.
Nonetheless, the authors acknowledge that the sudden
increase in cross-valvular pressure gradient at valve
closure is associated with elevated shear stresses that
are detrimental to blood elements.
14,19,23 Smoothing
the valve closure ﬂow dynamics is thus most likely
leading to an underestimation of the shear stresses
experienced by the blood elements.
Moreover, the blood is modeled as an incom-
pressible single-phase Newtonian ﬂuid. Assuming
Newtonian properties and neglecting the multi-phase
characteristic of the blood allows for a comparison of
the numerical results with experimental ﬁnd-
ings.
5,7,8,22,27,30 In reality blood is a particulate ﬂuid
that exhibits non-Newtonian properties at low shear
rates (shear rates less than 100 s
1). Considering a
multi-phase ﬂuid with non-Newtonian properties
would yield a more realistic representation of the ﬂow
in the hinge region. Modeling the motion of single
blood cells would enable estimating the actual amount
of blood elements crossing through the hinge region.
This could be used to estimate the survivability of red
blood cells, platelets and leukocytes to the detrimental
hinge ﬂow conditions and provide a mean to quantify
the blood damage speciﬁcally generated by the hinge
recess alone.
CONCLUSIONS
The present study highlights the capabilities of our
numerical solver in computing the three-dimensional
hinge ﬂow ﬁelds with ﬁne temporal and spatial reso-
lutions. The results highlight the three-dimensionality
and unsteadiness of the hinge ﬂow ﬁelds, and their
potential role in inducing blood trauma and thrombus
formation. Regions of low and recirculating ﬂow,
thereby with important risk for platelet aggregation
and thrombosis, were identiﬁed during systole.
Regions associated with shear stress levels above the
platelet activation threshold were found during systole,
but it is during the leakage phase that the ﬂow condi-
tions are expected to be the most detrimental to the
blood elements as the shear stresses computed were
the highest. The results suggest that the designs of the
leaﬂet ear, the upstream section of the leaﬂet edge, and
the hinge recess wall curvature might play a role in the
thromboembolic complications of the valve. Future
work, including Lagrangian analysis of the computed
ﬂow ﬁelds, should provide a better understanding of
the environment experienced by blood elements
crossing the hinge and help pinpoint regions particu-
larly unfavorable to blood elements.
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